Source Name: Essroc San Juan Gas Tested: CO Low Range
Inst. Manufacturer:  Environnment S.A.

Unit Number:; BH2 Serial Number: 1480
Test Date: 6/6/13 Model: MIR-8000
Tester: George Killmer
Inst. Range: 300.00
Cylinder Serial Nr. Certification Date Expiration Date
Low Value; 79.90 CC251551 5/14/2012 5/14/2015
Mid Value: 173.00 CC128981 5/15/2012 5/15/2015

Start Time End Time  Actual  Expected Difference

Low 216 PM 2:21 PM 79.50 79.80 -0.40
Mid 2221 PM 2:28 PM 473.00 173.00 0.00
Low 226 PM  2:31 PM 80.70 79.80 .80
Mid 2:31PM 2:38 PM 173.70 173.00 0.70
Low 2:36 PM 2:41 PM 80.60 79.80 0.70
Mid 241PM  1:44 PM 173.60 173.00 0.60
Low Pct. Error: 0.46
Mid Pct. Error: 0.25
Low Avg. Diff.: 0.37
Mid Avg. Diff.. 0.43
Low Avg.: 80.27
Mid Avg.: 173.43

Pass/Fail: Pass
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Source Name: Essroc San Juan

Gas Tested:

inst. Manufacturer:

CO High Range
Environnment S.A.

Unit Number: BH2 Serial Number: 1480
Test Date: 6/6/13 Model; MIR-8000
Tester: George Kilimer
Inst. Range: 2000.00
Cylinder Serial Nr. Certification Date Expiration Date
Low Value: 498.00 EB0029160 5M5/2012 5/156/2015
Mid Value:  1091.00 CC185421 5/14/2012 5/14/2018
Start Time End Time  Actual  Expected Difference
Low 3:08PM  313PM 472.80 498.00 -25.20
Mid 313PM  3:18PM 1054.00  1081.00 -37.00
Low 318 PM  323PM 473.00 498.00 -25.00
Mid 323PM  3:28PM 1053.80  1091.00 -37.20
Low 328 PM  3:33PM 472.80 498.00 -25.20
Mid 3:33PM 338 PM 1052.00  1091.00 -39.00
Low Pct. Error: -5.06
Mid Pct. Error; -3.46
Low Avg. Diff.: -25.13
Mid Avg. Diff.: -37.73
Low Avg.: 472.87
Mid Avg. 1053.27
Pass/Fail: Pass
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Source Name: Essroc San Juan

Gas Tested:

Inst. Manufacturer:

co2
Environnment 8.A.

Unit Number: BHZ2 Serial Number: 1490
Test Date: 6/6/13 Model: MIR-9000
Tester: George Killmer
Inst. Range: 30.00
Cylinder Serial Nr. Certification Date Expiration Date
Low Value: 6.33 CC251551 511412012 5/14/2015
Mid Value: 11.90 €C128081 5/15/2012 5/15/2015
Stari Time End Time  Actual  Expected Difference
Low 216 PM 221 PM 8.39 6.33 0.08
Mid 221PM 226 PM 11.70 11.90 -0.20
Low 226 PM 2:31 PM 6.38 6.33 0.05
Mid 2:31PM 2:36 PM 11.70 11.90 -0.20
Low 2:36 PM 241 PM 6.39 8.33 0.06
Mid 241PM 144 PM 11.68 11.90 -0.22
Low Pct. Error: 0.90
Mid Pct. Error: -1.74
Low Avg. Diff.: 0.06
Mid Avg. Diff.: -0.21
Low Avg.. 6.39
Mid Avg.: 11.69
Pass/Fail: Pass
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Source Name: Essroc San Juan

Gas Tested:

inst. Manufacturer;

502
Environnment S.A.

Unit Number: BH 2 Serial Number: 1490
Test Date: 6/6/13 Model: MIR-2000
Tester: George Killmer
Inst. Range: 250.00
Cylinder Serial Nr. Cerfification Date Expiration Date
Low Value: 59.80 CC159000 5/15/2012 5/15/2014
Mid Value: 134.00 EBOC40671 71712012 711712014
Start Time End Time  Actual  Expected Difference
Low 338 PM 3143 PM 56.40 59,80 -3.40
Mid 343PM  3:48PM 135.10 134.00 1.10
Low 348 PM  3:83PM §7.70 59.80 -2.10
Mid 353PM  358PM 135.80 134,00 1.80
Low 358 PM 403 PM 57.90 59.80 -1.80
Mid 4:03PM 408 PM 136.20 134.00 2.20
Low Pct. Error; -4.12
Mid Pct, Error: 1.27
Low Avg. Diff.: -2.47
Mid Avg. Diff.: 1.70
Low Avg. 57.33
Mid Avg.: 135.70
Pass/Fail: Pass
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Source Name: Essroc San Juan Gas Tested: - NO
inst. Manufacturer:  Environnment S.A.
Unit Number: BH2 Serial Number: 1490
Test Date: 8/6/13 Model: MIR-8000
Tester; George Killmer
Inst. Range: 2000.00
Cylinder Serial Nr. Certification Date Expiration Date
Low Value: 303.00 CC159000 5/15/2012 5/15/2014
Mid Value: 668.00 EB0040671 711712012 711712014
Start Time End Time  Actual  Expected Difference
Low 3:38PM 343 PM 297.70 303.00 -5.30
Mid 343 PM 348 PM 666.20 668.00 -1.80
Low 348 PM  3:53PM 297.90 303.00 -5.10
Mid 353 PM  3:58PM 665.50 668.00 -2.50
Low 358 PM 403 PM 297.20 303.00 -5.10
Mid 4:03 PM 4:08 PM 665.30 668.00 -2.70
Low Pct. Error: -1.71
Mid Pct. Error; -0.35
Low Avg, Diff.; -5.17
Mid Avg. Diff.: -2.33
Low Avg.. 297.83
Mid Avg.: 665.67
Pass/Fail: Pass
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Source Name: Essroc San Juan Gas Tested: 02 Dry
Inst. Manufacturer:  Environnment S.A.
Unit Number: BH2 Serial Number: 1490
Test Date: 6/6/13 Model: MIR-8000
Tester: George Killmer
inst. Range: 25.00
Cylinder Serial Nr. Certification Date Expiration Date
Low Value: 5.01 EB0029160 5/15/2012 5/15/2015
Mid Value; 10.20 CC185421 5/14/2012 5/14/2015
Start Time End Time  Actual  Expected Difference

Low 307PM  312PM 5.01 5.01 0.00
Mid 312PM 317 PM 9.76 10.20 -0.45
Low 317PM 322 PM 4.74 5.01 -0.27
Mid 3:22PM 327 PM 9.80 10.20 -0.40
Low 327 PM  3:32PM 4.84 5.01 -0.17
Mid 3:32PM  3:37PM 9.65 10.20 -0.55
Low Pct. Error: -2.93
Mid Pct. Error: -4.58
Low Avg. DIff.. -0.15
Mid Avg. Diff.: -0.47
Low Avg.: 486
Mid Avg.: 8.73

Pass/Fail: Pass
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Source Name: Essroc San Juan Gas Tested: 02 Wet
inst. Manufacturer: Ametek
Unit Number: BH 2 Serial Number: 102042768
Test Date: 6/6/13 Model: WDG Insitu/1Q
Tester: George Killmer
Inst. Range: 25.00
Cylinder Serfal Nr, Certification Date Expiration Date
Low Value: 5.01 EB0029160 5M56/2012 5/15/2015
Mid Value: 10.20 cC185421 5/14/2012 511472015
Start Time End Time  Actual  Expected Difference
Low 3:.07PM  312ZPM 533 5.01 0.32
Mid 3M12PM 317 PM 10.73 10.20 0.53
Low 317PM 322 PM 5.45 5.01 0.44
Mid 322PM  327PM 10.98 10.20 0.78
Low 327 PM 3:32PM 5.37 5.01 0.36
Mid 3:32PM  337PM 10.78 10.20 (.58
Low Pct. Error: 7.45
Mid Pct. Error: 6.18
Low Avg. Diff.. 0.37
Mid Avg. Diff.. 0.63
Low Avg.. 5.38
Mid Avg. 10.83
Pass/Fail: Pass
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